Introduction {#sec1}
============

Total knee arthroplasty (TKA) remains a successful surgical treatment for patients with end-stage osteoarthritis, but despite advances in the procedure, there still remain approximately 20% of patients with unsatisfactory results \[[@bib1]\]. The cause of patient dissatisfaction is multifactorial. In an otherwise well-aligned, balanced knee, some have attributed worse outcomes to potential implant metal allergies \[[@bib1]\]. The first documented case of metal sensitivity was reported in 1966, and to date, there is still debatable correlation as to whether metal sensitivities lead to increased implant failure \[[@bib2]\]. The prevalence of metal sensitivity in the general population is 6%-15% \[[@bib3], [@bib4], [@bib5]\] and higher in patients who had undergone joint replacement surgery than other orthopaedic surgeries such as fracture cases \[[@bib6]\].

The patch test is the most frequently used method to diagnose metal hypersensitivity reactions but faces significant controversy because of its specificity and sensitivity \[[@bib7]\], and questions arise regarding the correlation of dermatologic metal sensitivity and deep peri-implant sensitivity \[[@bib8], [@bib9], [@bib10], [@bib11]\]. Many in vivo tests such as lymphocyte transformation test (LTT), modified lymphocyte stimulation test, and leukocyte migration inhibition test (LMIT) have been developed, which have improved sensitivity but are timely and expensive and yield false-positive results \[[@bib12]\]. To add to this dilemma, Yang et al. \[[@bib13]\] demonstrated the LTT not to correlate with prerevision or postrevision functional scoring or even histopathologic assessments taken intraoperatively.

Prior studies have shown no correlation between metal sensitivity and dermatologic or orthopaedic complications despite implantation of devices to which the patients reported sensitivity \[[@bib14], [@bib15], [@bib16]\]. However, alternative bearing options have been developed to address the potential concern of metal allergy. The most common metal-bearing alternatives are Oxinium (Smith and Nephew, Memphis, TN) and titanium alloys. The purpose of this study is to evaluate the short-term outcomes after primary TKA with an ion-impregnated titanium implant in patients reporting a metal allergy. We hypothesized that outcomes in this group of patients would be similar to those reported in prior TKA studies.

Material and methods {#sec2}
====================

We performed a retrospective review of our institutional arthroplasty registry of all patients with a self-reported metal allergy who underwent primary TKA with the alternative bearing Vanguard (Zimmer Biomet, Warsaw, IN) ion-impregnated titanium implant from 2008 through 2017. The inclusion criterion was end-stage osteoarthritis, post-traumatic arthritis, or inflammatory arthropathy of the knee along with patient-reported metal allergy. The flow sheet for subject selection is shown in [Figure 1](#fig1){ref-type="fig"}. This resultant cohort consisted of 346 consented patients (451 knees) with a minimum 2-year follow-up or revision.Figure 1Flowchart for subject enrollment.

Demographics, including gender, age, height, weight, body mass index, and length of follow-up, were recorded. Ninety-five percent of patients were female with a mean age of 65 years (range, 36-89 years) and a mean body mass index of 36 kg/m^2^ (range, 16-64 kg/m^2^). Surgical reports and clinic visits were reviewed for implant data, range of motion (ROM), Knee Society Clinical (KSC) Score, Knee Society Functional (KSF) Score, and Knee Society Pain (KSP) Score, University of California Los Angeles activity score, complications, and revisions. Follow-up was performed at 6 weeks, 1 year, and annually thereafter. All outcome data represent the most recent follow-up. Patients who were lost to follow-up were called a minimum of 2 times, referring and primary care physicians contacted, as well as online death index lists and obituaries queried for patient deaths.

All surgeries were performed by one of 4 fellowship-trained adult reconstruction surgeons. The Vanguard complete knee system (Zimmer Biomet, Warsaw, IN) with the alternative bearing ion-bombarded titanium implant was used in all cases. Measured resection technique with cement fixation was used in all surgeries. Cruciate-retaining inserts were used in 58% of cases, anterior-stabilized inserts in 40% of cases, and posterior substituting in 2% of cases. The choice of insert was made at the surgeon's discretion based on the preferred surgical technique and balancing. All patients were prescribed physical therapy 3 times per week for 6 weeks postoperatively. The institution did not have a standardized protocol for metal allergy testing.

All patients signed a general research consent, approved and monitored by an independent institutional review board (Western IRB, Puyallup, Washington), which allows inclusion in retrospective reviews.

Statistical analysis {#sec2.1}
--------------------

Statistical analysis was performed using Microsoft Excel (Microsoft Corporation, Redmond, Washington) and MedCalc Statistical Software, version 18.6 (MedCalc Software bvba, Ostend, Belgium). Paired *t*-test was used for statistical analysis of demographic differences and outcome measures between groups. The Kaplan-Meier survival analysis was performed, with failure being defined as revision of any component. Patients with minimum 2-year follow-up and those with any revision regardless of time of revision were included in survivorship analysis.

Results {#sec3}
=======

The mean follow-up was 4.6 years (range, 2 to 11 years, SD ± 2). The ROM improved from 109° (range, 20°-135°, SD ± 15) to 112° (range, 6°-135°, SD ± 13) (*P* = .03). Forty-six percent of patients had improvement in ROM, 16% had no change, and 38% had worse postoperative ROM. The University of California Los Angeles activity scale improved from 4.1 (range, 2-10, SD ± 1.5) to 5.1 (range, 1-10, SD ± 2) (*P* \< .001). KSP scores improved from 4.5 (range, 0-50, SD ± 8.5) to 42.9 (range, 0 to 50, SD ± 14) (*P* \< .001), KSC scores improved from 36 (range, 8-95, SD ± 145) to 89 (range, 32°-100°, SD ± 15) *P* \< .001), and KSF scores improved from 48 (range, 0-95, SD ± 145) to 73 (range, 0-100, SD ± 28) (*P* \< .001).

There was a 6% manipulation rate, with 3 patients requiring a second manipulation for residual knee stiffness. Revisions were performed in 5 (1.1%) knees, with 2 patients requiring a 2-stage revision for infection, 2 patients requiring a poly insert change due to instability, and one patient sustaining aseptic loosening of the tibia after a traumatic fall. Other subsequent surgeries included the following: 1 open reduction internal fixation of periprosthetic fracture, 1 arthroscopic release of snapping popliteus, and 4 superficial wound incision and debridement (2 superficial infections and 2 wound dehiscence). The Kaplan-Meier 5-year all-cause survival was 99% (95% confidence interval, 93.%-100%) ([Fig. 2](#fig2){ref-type="fig"}), and 5-year aseptic survival was 99.3% (95% confidence interval, 94%-100%) ([Fig. 3](#fig3){ref-type="fig"}).Figure 2Kaplan-Meier survival curve for all-cause survivorship.Figure 3Kaplan-Meier survival curve for aseptic survivorship.

Discussion {#sec4}
==========

Metal sensitivity remains a controversial topic among joint replacement surgeons. Currently, there is no universally accepted implant allergy test that accurately predicts poor outcomes or early implant failure \[[@bib16]\]. Skin patch tests are the most commonly used method to test for metal sensitivities. Benefits of the patch test are the ability to perform large-scale screenings of multiple immunogenic substances \[[@bib11],[@bib17]\], they are also quick and inexpensive \[[@bib16]\]. Patch testing has shown specificity to be 71% but sensitivity to be only 77% in some studies so that negative skin patch test results are much more beneficial \[[@bib7],[@bib16]\]. Routine skin patch testing is not recommended \[[@bib18]\]. Alternative tests include the LTT or the LIF test. One study has shown swelling, pain, and dermatologic reactions are most closely associated with a positive LIF test \[[@bib19]\]. Contrary to skin testing, the LIF test will turn negative if the offending substance is removed, whereas the skin patch testing will remain positive \[[@bib11],[@bib18]\].

To add to this confusion, Rooker and Wilkinson \[[@bib19]\] have reported a certain level of metal tolerance over time. These authors noted that from the 6 patients who tested positive for metal sensitivity in their cohort preoperatively, 5 of the 6 tested negative postoperatively after receiving an implant that contained metal compounds to which the patients were allergic. Another report in 2013 reviews a case in which a single patient with documented cobalt-chrome-nickel allergy received bilateral TKAs, one with a hypoallergenic titanium-niobium implant and the other with a standard cobalt-chromium implant. At 2-year follow-up, the knee with the standard cobalt-chrome implant demonstrated no signs of radiographic loosening, a Knee Society Score of 98, and no signs of atopic dermatitis \[[@bib16]\].

Alternate bearing options are growing. Two of the most common alternate bearing options are Oxinium and titanium alloys. Oxinium is an oxidized zirconium that has the benefits from the improved wear characteristics of ceramics while maintaining the mechanical resiliency of metal alloys \[[@bib20]\]. It is noted to have less than 0.0035% nickel and is lighter and stronger than cobalt-chrome alloys. In 2010, Innocenti et al. \[[@bib21]\] reported 5-year minimum follow-up with an Oxinium knee and found a mean KSC score of 89 and KSF score of 86. The ROM in this study improved from 92° to 118. A 10-year minimum follow-up study by the same group demonstrated a mean KSC score of 86 and KSF score of 83 at 10-year follow-up. The 10-year aseptic survivorship was 97.8% \[[@bib22]\]. While biomechanical testing demonstrates Oxinium total knee replacements to have improved wear characteristics, 12-year registry data have failed to show a difference in revision rates or improved survivability over the cobalt-chrome counterpart \[[@bib23]\].

Titanium alloys, specifically ion-impregnated titanium alloys, are noted to have improved wear rates, have resistance to corrosion, and have mechanical properties that make them harder than regular titanium alone \[[@bib24],[@bib25]\]. Ion implantation is performed by a graded energy technique that produces approximately 20% atomic nitrogen ion concentration at a thickness of 1000 angstroms. This process allows for a harder and more scratch-resistant metal and gives the material a resistance to corrosion while not containing nickel, which is the most common metal associated with sensitivity \[[@bib26]\]. This becomes important when reviewing previous articles demonstrating that even a single scratch to the metal components may accelerate polyethylene wear exponentially \[[@bib27]\]. Biomechanical testing of ion-implanted titanium implants demonstrates a 98% reduction in wear when compared with their cobalt-chrome counterparts \[[@bib28]\]. Survivorship of this alternate bearing implant remains high with over 95% survivorship at 10 years, for any reason, and similar KSF scores, ROM, and postoperative pain as traditional implants \[[@bib29]\]. The present study demonstrates 4.6-year mean follow-up with substantial improvement in the ROM and clinical outcomes and a very low incidence of all-cause and aseptic revision.

A benefit of the implant used in this study is that it has the same design and uses the same instrumentation as its cobalt-chromium version. This is important for surgeons who are familiar with this implant system as they would not need to change to a product for which they may have limited experience. The authors have previously published on the long-term outcomes of the cobalt-chromium version of the Vanguard Knee \[[@bib30]\]. At a mean of 11.9-year follow-up, there was an average improvement of 3.9° of ROM, KSC Score improvement of 48 points, KSF Score improvement of 15.1 points, and KSP Score improvement of 35.8 points. Manipulations were performed in 7.6% of knees, and the 10-year aseptic survival was 96.4%. Although the present study evaluating the titanium version of the Vanguard was not a direct comparison to the cobalt-chromium version, the results are encouraging when viewed to historical data.

This study has several limitations. Our study may be limited by selection bias because we relied on self-reported metal allergy without confirmatory testing to guide our decision to use this implant. However, determining whether a patient has a true metal allergy is clinically difficult because of a lack of standardized tests and the absence of a universally accepted metal allergy testing algorithm. The retrospective analysis may also underestimate the number of revisions or complications in this population as patients may have had procedures performed at other institutions. Another limitation was that there was the lack of a comparison group in this present study of patients with self-reported metal allergy receiving cobalt-chromium implants.

Conclusion {#sec5}
==========

Although further long-term follow-up is needed, these early to midterm results show that this ion-implanted titanium implant demonstrated encouraging results and is a potential implant option for patients with self-reported metal sensitivity.
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